Abstract-We describe a wireless wearable system that was developed to provide quantitative gait analysis outside the confines of the traditional motion laboratory. The sensor suite includes three orthogonal accelerometers, three orthogonal gyroscopes, four force sensors, two bidirectional bend sensors, two dynamic pressure sensors, as well as electric field height sensors. The "GaitShoe" was built to be worn in any shoe, without interfering with gait and was designed to collect data unobtrusively, in any environment, and over long periods. The calibrated sensor outputs were analyzed and validated with results obtained simultaneously from the Massachusetts General Hospital, Biomotion Laboratory. The GaitShoe proved highly capable of detecting heel-strike and toe-off, as well as estimating foot orientation and position, inter alia.
I. INTRODUCTION
C LINICAL gait analysis is the investigation of the pattern of walking. At present, gait analysis is primarily carried out in one of two ways: in a motion laboratory, with full analysis of the motion of body segments using highly accurate computerbased force and optical tracking sensors, or in an office with the clinician making visual observations. The first method is expensive, requires the maintenance of a dedicated motion laboratory, and uses cumbersome equipment attached to the patient, but produces well-quantified and accurate results for short-distance ambulation. The second method is inexpensive and does not require special equipment, but requires additional time from the clinician, and the results are qualitative, unreliable, and difficult to compare across multiple visits.
There is a need for an alternative analysis method that is capable of providing quantitative and repeatable results over extended time periods. A system that can quantitatively analyze gait for patients offers clinicians and patients new opportunities for diagnosis and treatment of chronic walking problems. There has been considerable previous work in both research and commercial spheres focused on the development of more mobile methods of analyzing gait. The advantage of directly measuring the pressure distribution beneath the foot drove many early shoe-based systems. The shrinking size of data storage has further encouraged the development of untethered systems. In 1990, Wertsch et al. [1] developed a tethered system for measuring the pressure distribution beneath the foot, using seven force-sensitive resistors (FSRs), and used this device to quantify the differences between shuffling and walking [2] , and identified the need to collect data over a long time period in populations with large step-to-step variations in gait [3] . In 1994, Hausdorff et al. [4] , [5] developed a system capable of detecting several of the temporal gait parameters with two FSRs positioned under the heel and in the general area under the toes and metatarsals, connected to a circuit board and battery pack worn on the ankle, which has been used to evaluate the likelihood of falling in the elderly [6] and to find patterns in gait [7] .
More recent research has been driven by subspecialty interests in gait analysis. For diabetics, Morley et al. [8] and Maluf et al. [9] developed an insole-based system to quantify the conditions inside the shoe, to predict the progression of skin breakdown and ulceration in diabetic patients with peripheral neuropathy. Pappas et al. [10] , [11] used a pattern recognition algorithm to define the transitions during the gait cycle using their device consisting of three FSRs located on an insole (one under the heel, and two at the first and fourth metatarsal heads), and a gyroscope. The system was tested on two subjects with incomplete spinal injury and was used to trigger functional electrical stimulation (FES), with demonstrated benefit for both subjects.
Vildjiounaite et al. [12] developed a real-time system, using accelerometers and magnetic sensors. The magnetic sensor data were used to determine foot orientation and identify steps; the averaged peak forward acceleration was used with a lookup table to estimate the step length. For level walking, location was estimated with an error of 5%.
Other research devices include instrumented walkways [13] , "piezodyanomometric" platforms [14] , or instrumented floors [15] , [16] . Such systems can only provide information while the subject walks on the platform. In addition, research platforms have been developed to recognize gait without instrumenting the subject, primarily by videotape analysis [17] - [21] , and also through the use of radar [21] , [22] . [30] . For medical applications, Tekscan and Clevemed, among others, have developed insoles that measure pressure distribution [31] , [32] . The "IDEEA LifeGait System" from Mini-Sun uses wired accelerometers distributed on the body to determine parameters of gait and motion [33] .
The research presented in this paper developed from the Expressive Footware project by Dr. Paradiso and students in the Responsive Environments Group at the Massachusetts Institute of Technology (MIT) Media Laboratory [34] . That project resulted in a pair of running shoes that were each equipped with a wireless sensor board and an instrumented insole that were designed for control, rather than measurement. Dancers wore the shoes to directly manipulate real-time interactive musical outputs, generated by a computer that interpreted the base-station data stream with an elaborate rule base. It reached high acclaim in the dance community, and was recognized with the Discover Award for Technical Innovation in 2000 [35] .
Our research sought to create a system to provide instrumented wireless gait analysis outside of traditional, expensive motion laboratories. We named the system "GaitShoe." Such a system has the potential to be highly informative by allowing data collection throughout the day in a variety of environments, thus providing a vast quantity of long-term data not obtainable with current gait analysis systems. The "GaitShoe" system has been designed with components configured to minimally affect gait, and is readily fixed on typical athletic shoes.
The structure of this paper is as follows. Section II describes the hardware and sensors used in the GaitShoe. Patient testing, selection, and recruitment are discussed in Section III. Results are presented in Section V and discussed in Section VI.
II. HARDWARE/SENSORS

A. Sensor Selection
The sensors used in the GaitShoe were selected with the goal of creating a highly instrumented system capable of sensing many parameters that characterize gait, and are summarized in Table I ; details of the implementations are contained in [36] . A schematic of the GaitShoe is shown in Fig. 1 , with labels indicating relevant anatomical markers.
For the analysis of the kinematic motion of the foot, two dualaxis accelerometers and three gyroscopes were placed at the back of the shoe, oriented such that the individual sensing axes were aligned along three perpendicular axes. Such a device is known as an inertial measurement unit (IMU); this realization is termed a strapdown IMU [37] , as its measurement coordinates are fixed to the frame of the shoe. This application used two dual-axis accelerometers, the microelectromechanical system (MEMS)-based Analog Devices ADXL202E, and two types of gyroscopes: the MEMS-based Analog Devices ADXRS150, and the vibrating-reed-based Murata ENC-03 J (these devices sense in orthogonal planes, which facilitated the construction of a flat IMU package).
To assess the timing parameters and pressure distribution, FSRs and polyvinylidene fluoride (PVDF) strips were placed under the foot. Two sizes of FSRs manufactured by Interlink Electronics were used: two FSR-402 (diameter, 5 mm) placed underneath the heel pad, one medially and the other laterally, and two FSR-400 (diameter, 12.7 mm) were placed under the first and fifth metatarsal heads (each subject's foot was palpated and inked, and the ink was transferred to paper; these markings were used to set the location of the FSRs and the PVDF strips in the insole). The PVDF strips are piezoelectric sensors, and were configured to provide an output corresponding to dynamic pressure. Two PVDF strips, part LDT0 from Measurement Specialties, were placed under the heel and the great toe.
A bidirectional bend sensor was used to analyze flexion during gait. Two FLX-01 sensors (unidirectional resistive bend sensors manufactured by The Images Company) were placed back to back, and a differential amplifier was implemented to combine the individual outputs into a bidirectional bend output. One was located at the back of the heel and held next to the shin by an anklet, to evaluate plantar flexion and dorsiflexion. The other was located in the insole, and measured flexion at the metatarsal-phalangeal joint.
A capacitive sensor was developed later, using a multielectrode electric-field imaging device (MC33794DH) manufactured by Motorola, and was added to investigate the utility of using a more direct method of measuring the elevation of the foot via capacitive loading from the floor [38] . As noted in Fig. 1 , the range and angle between the feet were measured by timing the transit of an ultrasound ping from one shoe to the other. Preliminary results showed promise [36] , but this system was not sufficiently mature to use during validation.
B. Physical Implementation
The mechanical hardware was designed to accommodate the sensors located beneath the foot, all of the electronics (including the sensors located at the back of the shoe), an antenna for the wireless transmission, and the power supply.
The GaitShoe system comprised two shoe modules and a base station. Each shoe module consisted of an instrumented insole placed beneath the foot and an attachment that mounted to the back of the shoe. A sample insole is shown in Fig. 2 , and enclosed sensors are detailed in Fig. 1 .
The shoe attachments contained the IMU sensors, microcontroller (Silicon Laboratories C8051F206), wireless transceiver (RF Monolithics DR3000-1), antenna, power supply, and conditioning electronics, and were implemented on a stack of printed circuit boards [39] , [40] . The shoe attachments were designed with the bulk of the volume located behind the heel, to minimize the effect on foot motion. The attachment was made from 0.125 in sheets of polyethylene terephthalate glycol (PTG), a thermoformable, machinable, and shatter-resistant material. A photo of the attachments and insoles is shown in Fig. 3 . The right shoe's microcontroller followed the same overall routine as the left, but listened for hex byte E8 in step 2 (these header bytes were chosen arbitrarily, and had an equal number of high and low bits). Thus, each shoe collected analog data from the sensors while the other was sending, then waited to receive its own code before transmitting to the base station.
The receive line on the base station was connected directly to the serial converter, immediately relaying the data to the computer. Each shoe sent a full update every 13.4 ms, corresponding to a net data transmission rate (for each shoe) of approximately 75 Hz per shoe. All sensor signals were normalized to a scale of 0-1 by dividing them by the maximum 12-bit analog-to-digital converter value of 4095.
III. SUBJECT TESTING OVERVIEW
A. Testing Systems
Volunteers were recruited for the validation of the GaitShoe system. The testing involved placing the GaitShoe instrumentation on the subjects' own walking shoes. Every subject underwent simultaneous gait evaluation using the MGH BMLs Selspot II (Selective Electronics, Partille, Sweden) data acquisition system.
The Selspot II serially sampled infrared LEDs, arranged in wired arrays, at a rate of 152 Hz. The LED arrays were placed on 11 body segments (bilaterally: feet, shanks, thighs, arms; and the pelvis, trunk, and head). The TRACK kinematic data analysis software package was used reconstruct the 6 DOF kinematics of the arrays [41] . Within the 2 m 3 viewing volume, this system is capable of defining the 3-D positions of each body segment within 1 mm, and the three orientations within 1
• . Two piezoelectric force plates (Kistler Instruments Type 9281 A, Winterthur, Switzerland) were used to acquire ground reaction forces. As set in the MGH BML, this system has an accuracy of ±1% of full scale, which corresponds to ±10 N of vertical force for forces and frequencies encountered during gait [42] , [43] .
B. Subject Recruitment and Consent
Each subject was asked to perform a series of locomotor tasks, while both systems simultaneously collected data. The parameters collected from the two systems were analyzed and compared to validate the GaitShoe. The subjects with healthy gait were recruited by word of mouth and comprised a mixture of colleagues and students from the MIT and MGH commu- Subjects with PD were included for the purpose of acquiring data in a population with known gait dysfunction. As indicated in recent research, persons often perform gait at their "best" when being tested in a formal laboratory setting, yet they and their family members report poor gait ability throughout their day when at home. This is particularly common among persons with PD. Persons with PD exhibit changes in limb stiffness that influences gait ability throughout the day, not only as a result of the underlying disease but also from the medications that control the symptoms of Parkinsonian movement disorders. Therefore, this patient population should benefit from home gait evaluation, which can provide information about gait abnormalities present in everyday life that have not traditionally been captured in analyses carried out in motion laboratories [44] .
All subjects were adults who could understand and follow basic directions. Persons were excluded if they reported acute pain that prevented the performance of their comfortable, typical movement, or if an unstable medical condition such as uncontrolled hypertension or diabetes mellitus was present. Both the MGH Institutional Review Board (IRB) and the MIT Committee on the Use of Humans as Experimental Subjects (COUHES) approved the protocols for this study. All the subjects provided written consent in accordance with the MGH IRB and the MIT COUHES.
C. Overview of Participants
A total of 16 subjects were recruited for the validation of the GaitShoe. Characteristics for each group are summarized with means (and standard deviations) in Table II .
D. Testing Protocol
Each subject first walked at his or her own self-selected natural pace for 2 to 4 trials, termed "free gait." Next, a number of calibration routines were carried out, including a chair rise trial, wherein the subject stood from a seated position. Following the calibrations, another 2 to 4 trials of "free gait" were collected followed by ten other trials of various walking activities [36] .
IV. SENSOR CALIBRATION AND ANALYSIS
The full output from the GaitShoe system is shown in Fig. 4 . As the sensor specifications given by the manufacturers were generally not sufficiently accurate for our applications, all components were individually calibrated [36] . The calibration and the z-gyroscope was integrated to determine the pitch of the foot, the x-and y-accelerometers were combined and integrated to determine stride length, and information from the gyroscopes and accelerometers were used to finalize the heel-strike and toe-off timing results.
A. Analysis Model
The relevant coordinate systems used for the analysis of the data are shown in Fig. 5 . The first corresponds to the global reference frame of the room and the second corresponds to the local body frame, in which the sensors are mounted and collect their measurements. The determination of room-based parameters, such as orientation or position, requires a transformation to the global reference frame.
The initial analysis presented here was simplified by assuming that the data collected involved linear motion in the X GS -Y GS plane only (no translation in Z GS ), and rotation about the Z GS -axis only (the X GS -Y GS plane remained parallel to the X room -Y room plane). In other words, it was assumed that the motion involved changes only in a single plane. The subject testing involved collecting data during walking, with the subject walking in a straight line only.
As evident in Fig. 6 , typically, the angular velocities about X GS and Y GS were less than a third of the angular velocity about Z GS , and the acceleration in Z GS less than half of the accelerations in X GS and Y GS . Thus, these were reasonable assumptions for an initial analysis of the GaitShoe system, without requiring the complex mathematics necessary to represent true 3-D motion.
B. Calibration 1) Force-Sensitive Resistors:
The FSRs were calibrated using a TA-XT Texture Analyzer from Stable Micro Systems, a curve was fit to the calibration data (a third-order polynomial in an exponential was empirically found to provide a good fit to the data). The relationship between the scaled FSR-402 output, V F 402 , and the applied force in Newton, F, is described by F = 9.8 exp −8.7V (1) and the relationship between the FSR-400 output, V F 400 , and the applied force in Newton, F, is described by
(2) The 95% confidence interval of the curve-fit for the FSR-402 was 14.95 N and for the FSR-400 was 14.64 N. This error is rather large, and is likely due at least in part to the nonlinearity of the FSR response. The output of the FSRs is nonlinear, somewhat due the choice of conditioning electronics. Also, over time and with use, the adhesive layer in the FSRs may break down and contribute to an increased nonlinearity.
2) Gyroscopes: The zero offset of the gyroscopes was the output when the hardware was at rest. The sensitivity of the gyroscopes was determined by rotating each gyroscope about its sensitive axis, through a range of constant angular velocities. The results for the gyroscopes on the two IMU boards used in testing are summarized in Table III. The relative orientations TABLE III  GYROSCOPE SENSITIVITIES AND ZERO OFFSETS   TABLE IV  ACCELEROMETER SENSITIVITIES AND ZERO OFFSETS between the gyroscopes were not determined beyond their mounting tolerances on the circuit board.
3) Accelerometers: The sensitivity of the accelerometers was determined by rotating the sensors through gravity. The resulting data were low-pass filtered, with second-order Butterworth coefficients and a low-pass cutoff frequency of 2 Hz (sampling frequency, 75 Hz), to remove any small acceleration changes resulting from hand jitter. The rotation by hand was performed slowly (to minimize centripetal acceleration), and was carried out at seven different times throughout the subject testing. The sensitivity was set to the slope of the line between the mean of all +1g outputs and the mean of all −1g outputs, and the zero offset was set as the midpoint between the means of the +1g and the −1g outputs; the results are summarized in Table IV .
The angle of inclination of the accelerometer with respect to the foot is different for each subject, as the size and shape of shoe influence the orientation of the GaitShoe attachment on the shoe. When a subject stands still, with both feet flat on the floor (corresponding to a pitch of 0
• ), the angle of inclination of the x-accelerometer α x can be determined as
where A x is the acceleration measured by the x-accelerometer with the foot flat on the floor. The angle of inclination of the y-accelerometer α y was similarly determined; the difference between these two angles provides the relative orientation between the x-and y-accelerometers in the x-y plane.
C. Analysis 1) Heel-Strike and Toe-Off (Initial):
The primary use of the calibrated FSR data was to determine initial values of heel-strike and toe-off timing, which were then used to set the integration bounds used to calculate the pitch and stride length. A sample of the individual calibrated FSR outputs, the sum of the four calibrated FSR outputs, and the BML force plate output are shown in Fig. 7 . The FSRs only cover a small percentage of the total weight-bearing area underneath the foot; as such, they only measure a portion of the total force. Thus, the shape of the summed FSR output in the middle graph is different than the bottom graph of the force plate measurement, because the summed FSR output is subsumed by the total force output.
A spline was fit to the FSRsum with time points every 1 ms to improve the time resolution. The time for heel-strike was set at the first time point (before the local maximum) with an FSRsum value that exceeded the previous by more than 0.005 kg. The time for toe-off was set at the first time point (after the local minimum) with an FSRsum value within 0.005 kg of the following; these conditions were set after the inspection of many gait trials.
2) Pitch: The pitch of the foot Θ(t) was determined by integrating the z-gyroscope output. The sign of the pitch follows the convention used at the MGH BML, where a positive rotation about the z-axis corresponds to a rotation from the y-axis to the x-axis. The z-gyroscope output was integrated over single strides, with the integration bounds determined from the initial estimates of heel-strike and toe-off. The midpoints between the heel-strike and toe-off times were used as the bounds of integration; these midpoints occurred during the stance phase when the subject's foot was flat on the floor, so the initial value of the pitch was set to 0
• . To compensate for drift, an iterative method of integrating the z-gyroscope output was developed. The z-gyroscope data were integrated using trapezoidal integration, and the final value was compared to an "end-limit" value, defined as 0.1% of the full scale across all initial integrations. For a given step, if the final value had a magnitude greater than the end limit, a small "nudge" value was added to the calibrated z-gyroscope data, to adjust for changes in the zero offset, between these integration bounds. The magnitude of the nudge value was equal to the difference between the end limit and the final value after integration, and the sign of the nudge value was opposite from the sign of the final value after integration. This process was repeated until the final value was within the end limit. Results are shown in Fig. 8 for data collected from a left foot, with the corresponding data collected by the BML.
3) Velocity and Stride Length: Velocity and stride length were determined by single-and double-integration, respectively, of the kinematic acceleration along the X room -axis, using the output of the x-and y-accelerometers. For each accelerometer, the acceleration was resolved into two components, corresponding to the kinematic acceleration from foot motion, and the static acceleration due to gravity, i.e., A X −GS kinematic and A X −GS static . To calculate the magnitude of the A X −GS static component, the orientation of the x-accelerometer with respect to the room Φ x was determined for every time point t
The linear acceleration measured by the x-accelerometer at time point t i , A X −GS kinematic (t i ) was calculated by subtracting the contribution of gravity from the total acceleration:
The total acceleration vector experienced by the foot was resolved into two components in the reference frame of the room A X −room kin and A Y −room kin , which contribute to the kinematic components measured by the accelerometers. The actual kinematic acceleration along X room was determined by combining the outputs of the x-and y-accelerometers
A X −room kinematic was integrated twice: a single integration for the stride velocity and a subsequent integration for the stride length. The lower integration bound was determined by starting at the first quarter-point between a pair of z-gyroscope integration bounds, and stepping back in time toward the first zgyroscope integration bound until the magnitude of A X −GS kinematic was less than 0.2 m/s 2 . If no value met this condition, the lower bound was set at the time point between the first z-gyroscope integration bound and the first quarter-point where the magnitude of A X −GS kinematic was a local minimum. Similarly, the upper integration bound was determined by stepping forward in time from the midpoint between two subsequent z-gyroscope integration bounds toward the second z-gyroscope integration bound, until A X −GS kinematic had either a magnitude less than 0.2 m/s 2 or a value greater than 0 m/s 2 . The latter condition was for the instances where a large positive acceleration was detected, corresponding to a strong heel-strike. If neither of these conditions were met, the upper bound was set at the time point between the second z-gyroscope integration bound and ten points prior where the magnitude of A X −GS kinematic was a local minimum.
The results of the integrations are shown in Fig. 9 , with the corresponding displacement data collected by the BML, shifted to align with the GaitShoe results during the first available stance. The lower and upper integration bounds indicated on the A X −room kinematic plot.
D. Heel-Strike and Toe-Off Timing (Final)
Timing of heel-strike and toe-off were finalized using several sensors. The final value of the heel strike was changed if the upper integration bound for the x-accelerometer was set due to a magnitude of A X −GS kinematic greater than 0 m/s 2 . This second condition was expected to correspond to an especially strong heel-strike, and if present, that time point replaced the heelstrike time initially determined using FSRsum. The final values of the toe-off times were determined by the maximum pitch: normally, as the foot rolls off the floor, the pitch increases, and once the toe is off the ground, the start of leg-swing results in a decrease in the pitch.
V. RESULTS
The pitch, displacement, and heel-strike and toe-off timing as analyzed by the GaitShoe system were compared to data collected simultaneously by the MGH BML. The local maxima and minima of the pitch, the stride length, the heel-strike time, and the toe-off time for individual strides were compared directly (some trials had multiple strides available for comparison). In addition, the rms error between the pitch and displacement curves for both systems was calculated, using a spline fit to the GaitShoe pitch and displacement at time points corresponding to the BML data. Testing of the 15 subjects resulted in 270 total trials of gait. Finally, the GaitShoe results used in this validation study were separated into healthy gait and Parkinsonian gait groups.
The GaitShoe and BML data were analyzed for outlier data, and the BML data were checked for errors due to array slippage, and these data points were removed; in addition, the GaitShoe wireless protocol occasionally failed to receive a packet because of interference [36] . These causes resulted in small gaps in the data from both systems. Comparisons were excluded if there were more than ten individual gaps in the compared BML or GaitShoe data.
For pitch, each minimum and maximum was located, and a spline was fit over nine data points, with the measured extrema at the center. The spline was fit with time points every 3.34 ms, and the new extrema and corresponding time point were determined. The stride lengths for each system were determined from the difference in displacement between two successive stance periods. The BML heel-strike and toe-off times were determined by one experienced physical therapist through computer-aided inspection of the BML force plate data; approximately, three heel-strike times and three toe-off times were determined for both feet of each subject, for a total of 86 comparisons. All direct comparisons are the value of the GaitShoe parameter minus the value of the BML parameter.
A. RMS Comparison of Curves
The mean rms error between the GaitShoe pitch and the BML pitch was 5.2 ± 2.0
• , calculated over 195 samples. The mean rms error between the GaitShoe displacement and the BML displacement, calculated over 303 samples, was 8.5 ± 5.5 cm.
B. Direct Comparison of Peak Changes
The mean difference between the GaitShoe pitch extrema and the BML pitch extrema was −0.7 ± 6.6
• , and the mean percentage change was 15.6 ± 18.4%, calculated over 1132 samples. The mean difference between the time points of the extrema was −26.0 ± 24.2 ms. The Pearson's correlation between the pitch extrema was 0.992, and the Pearson's correlation between the time points of the extrema was 1.000.
The mean difference between the GaitShoe stride length and the BML stride length was 7.4 ± 13.6 cm, and the mean percent change was 6.5 ± 11.7%, calculated over 315 samples. The Pearson's correlation was 0.841.
The mean difference between the GaitShoe heel-strike and the BML heel-strike times was −6.7 ± 22.9 ms, over 77 samples. The mean difference between the GaitShoe toe-off and the BML toe-off times was −2.9 ± 16.9 ms, over 75 samples. The Pearson's correlation was 0.999 between the heel-strike times and 1.000 between the toe-off times.
C. Comparison of Healthy Gait and Parkinsonian Gait
The means and standard deviation for each of the gait variables analyzed across healthy Parkinsonian gait groups are sum- Table V . For pitch extrema, the healthy persons' gait range is much larger than that of the Parkinsonian range, with a mean 14.5
• beyond for maximum pitch, and a mean 7.5
• beyond for minimum pitch. Correspondingly, the normal stride length is a mean 0.26 m longer than the Parkinsonian stride length. Though the stride time of the normal subjects is shorter by 0.15 s, the percentage of the stride spent in stance is nearly equivalent, with the normal subjects spending only 2.2% less time in stance. The aforementioned differences in gait variables collected with the GaitShoe between healthy persons and persons with PD correlate with the data simultaneously collected by the BML.
VI. DISCUSSION
The GaitShoe system costs under $500 per foot in prototype quantities and the hardware for a single shoe weighs under 300 g. The hardware is readily fixed to a variety of typical walking shoes, and data can be collected continuously over a few hours.
While the use of only four FSRs does not provide a full picture of the force distribution beneath the foot, the number is sufficient to provide a general picture of medial versus lateral force and heel versus metatarsal force. The comparison of heel force versus metatarsal force was used in determining stance time, as well as heel-strike and toe-off timing.
The coarse distribution of sensors does not render the FSR measurements useless: on the contrary, as shown in Fig. 7 , though the shape of the FSRsum is similar across the three steps shown, there were substantial differences in the weight distribution between the first and fifth metatarsal heads. In the first step shown, more weight is on the fifth metatarsal, while in the second step, more weight is on the first metatarsal, and in the third step, the weight is distributed fairly evenly across the first and fifth metatarsal heads. This information cannot be obtained from a standard force plate.
The simplified kinematic analysis of the foot motion, using only the x-and y-accelerometers and the z-gyroscope, resulted in reasonable estimations of the pitch and stride length.
The most significant contribution to the errors is likely to be from the z-gyroscope. The pitch, which is determined by integrating the z-gyroscope output, is used to both subtract the gravitational component of the acceleration and determine the kinematic component of the acceleration along the X room coordinate from the x-and y-accelerometers. Thus, small errors in pitch have a compounded effect on the calculations of stride length, and reducing the standard deviation of the GaitShoe pitch measurement is likely to result in improved GaitShoe stride length calculations. Decreasing the time deviation in the pitch will also likely improve the stride length results.
An additional contribution to these errors is likely due to the simplified kinematic model, which assumed that all the motion of the foot was in a single plane, and that the x-and yaccelerometers were positioned entirely within that single plane. Foot motion during gait is complex, and certainly exhibits accelerations and rotations outside of a single plane. In addition, it is unlikely that the x-and y-accelerometers were positioned entirely in a plane orthogonal to X room and Y room . Thus, acceleration along the Z room -axis would have affected the x-and y-accelerometers, but not been accounted for, and the true orientation of the accelerometers with respect to the horizontal would be slightly different, resulting in a slightly incorrect calculation of the gravitational acceleration.
Though the inherent drift of the accelerometers and gyroscopes induce additional errors, gait analysis has the advantage that the integration is only carried out over a short time scale (under 0.5 s, typically). The accuracy of the integration limits can be enhanced by improved force sensing underneath the foot to better determine when the foot transitions in and out of the phase where it is flat on the floor.
Even with only four FSRs, the multisensor GaitShoe determination of heel-strike and toe-off was highly successful, as compared to the BML heel-strike and toe-off time. The determination of the GaitShoe's toe-off time used the calculated pitch, so again, the improvement of the pitch will likely propagate through to improve the standard deviation of the toe-off time. The heel-strike time was determined either by the presence of a spike in the x-accelerometer, or, if no spike was present, by a threshold of the first difference of a spline fit to the FSRsum. Better calibration of the FSRsum, resulting in an objectively determined threshold, would likely improve this component of determining heel-strike; if so, placing FSRs underneath the great toe may be able to contribute to the determination of the toe-off time. Finally, increasing the data transfer rate of the GaitShoe from 75 Hz would eliminate the need to fit a spline to the FSRsum data, and may also improve the accelerometer and gyroscope data as well. The placement of additional IMU boards on the shins of the subject could provide useful information about the relative orientation between the foot and the shin, as well as about the orientation of the shin.
The validation results indicate that the GaitShoe can be further developed into a true wearable podiatric laboratory. It could allow the evaluation of persons who live in communities without access to a motion laboratory. The GaitShoe also offers the benefit of providing gait evaluation over longer periods of time versus the limitation of a one-time visit to a motion laboratory. Similarly, the GaitShoe can allow the evaluation to be carried out in a natural environment, such as in the home, offering clinicians a better understanding of a patient's daily gait pattern.
The primary purpose of this study was to evaluate the ability of the GaitShoe to perform basic gait analysis by validating its output with an established gait analysis system. As anticipated, the GaitShoe was able to recognize the differences between mean foot pitch extrema and gait stride time for healthy gait and those with PD, as also found in the BML data. Clinical interpretation of these gait differences is ongoing.
VII. CONCLUSION AND FUTURE RESEARCH
These initial results demonstrate that the GaitShoe promises to be an important research tool, capable of enabling the analysis of gait in untraditional ways, such as over long time periods and in the home environment or through the use of multisensor pattern recognition. Fast processing of the data stream can provide real-time feedback for use in applications such as sports medicine, electrostimulation, or physical therapy.
Additional research with the GaitShoe sensor outputs has involved the application of standard pattern recognition techniques to discriminate between healthy gait and Parkinsonian gait, as well as to discriminate between individuals [36] and real-time analysis of the data to provide therapeutic musical feedback to investigate interactive applications in physical therapy [36] , [45] . Future research to improve the GaitShoe will focus on extending the IMU analysis to utilize the full 6 DOF, on improving the wireless transmission, and changing the conditioning electronics for the FSRs [46] . For the IMU analysis, calibration routines to determine the actual orientation of each of the axes of the accelerometers and gyroscopes will be implemented, and an optimal estimator such as a Kalman filter will be used to analyze the data [47] . Recent devices, such as the ADXL330 triaxial accelerometer, and dual-axis gyros such as the Intelli-G chips from Invensense promise to simplify and miniaturize the GaitShoe's IMU significantly in future designs. New strategies for wireless transmission will be investigated, encompassing both newly available devices, as well as alternate locations for the antennae with reduced interference from the human body [48] . For experiments that do not require real-time data analysis, onboard data storage will be considered [40] . We are also developing dynamic sensor-driven power management techniques to allow these multimodal wearable systems to significantly extend their battery life [49] .
The research involving therapeutic musical feedback is ongoing, particularly for patients with Parkinsonian gait. Other extensions to this paper include placing IMUs on additional body locations, such as the shin and thigh, as well as the upper body, to generate more information about the motion of the subject. In addition, the equipment developed for the GaitShoe has a potential benefit for areas of research, such as ergonomics, that would benefit from real-time analysis of motion, but do not have ready access to traditional motion analysis equipment.
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